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 CERTIFICATION OF CONFORMITY 

According to harmonized standard listed as below of the 
Medical Device Regulation (EU) 2017/745 

 

Type of Product ...................... : DC-DC Converter 

Model Designation ................. : MDS01x-yN, MDD01x-yN, MDS02x-yN, 

MDD02x-yN 

x = L, M, P, N, K 

y = 03, 05, 09, 12, 15 

Manufacturer’s Name ............. : MEAN WELL Enterprises Co., Ltd. 

Manufacturer’s Address ........ : No.28, Wuquan 3rd Rd., Wugu District, New 

Taipei City 24891, Taiwan 

The above equipment was tested by Superior Product Consulting Inc., for 
compliance with the part of product safety test requirements set forth in the 
Medical Device Regulation (EU) 2017/745 according to the technical standards 
mentioned below. The results of testing in the report apply only to the product 
which was tested. Other similar equipment will not necessarily produce the 
same results due to production tolerance and measurement uncertainties. 

IEC 60601-1:2005, IEC 60601-1:2005/AMD1:2012, IEC 60601-1:2005/AMD2:2020 

 

Person responsible for making this certification of conformity 
  

 
Report Reference No .... : T01-2312072-1 

Compiled by .................. : Sophia Pan /  
Project Handler  

 

Reviewed by .................. : Eddie Shue /  
Reviewer  

 
 
 

Date of issue  ............... : 2024-03-29 

 


